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This selection of isotopes covers a wide range of energies, is pre-clinically relevant and allows us to optimally validate the algorithms used for image reconstruction. Furthermore, we will mix these isotopes with additional iodine-based CT contrast agent, to mimic contrast-enhanced SPECT/CT protocols.
For each isotope, both a calibration phantom and three 1· ml vials were scanned on the CZT-based FLEX Triumph-I scanner (GM-I). The calibration phantom allows the conversion of reconstructed voxel counts to MBq/ml. The 3-vial phantom consists of 3 different concentrations of radioactivity. Two vials contain iodine-based CT contrast agent to significantly increase the attenuation. All datasets were reconstructed using a GPU based reconstruction algorithm, which includes resolution re covery, pinhole penetration, geometrical sensitivity correction, scatter correction and attenuation correction. We are mostly interested in absolute SPECT quantification in pre-clinical research, expressed in percentage of injected radioactive dose per gram of tissue. A number of benefits can then be gained such as modeling the kinetics of the radio ligand specific binding, the receptor density and relevant biochemical parameters [1] . This leads to faster drug development, better treatment monitoring, improved follow-up and reduced vari ability in experimental design, as the animals can serve as their own control when sacrificing is not needed anymore.
The different errors leading to inaccurate quantification can be attributed to photon attenuation, photon scattering, partial volume effect (PVE) and system imperfections. These systematic imperfections can be compensated for by modeling this effect during image reconstruction. The most common approach is to measure the system response at a grid of discrete locations in the field of view (FOV ) of the camera. This system response accounts for geometric response together with more complex effects such as detector variability and collimator imperfections. A different approach is to directly incorporate the physical processes leading to these effects (e.g. detector response, limited pinhole diameter, sensitivity) into ray-driven reconstruction. The more accurate forward projection operator will then provide projections closer to the measured data.
Absolute quantification errors from 8% to 11 % have been reported for 111 1 n and from +4% to +10% for 99 mTc with ray driven methods [2] , [3] . An error of -6.3% to +4.3% for 99 mTc has only been obtained using system matrix measurements [4] . This selection of isotopes allows us to optimally validate the software and is pre-clinically relevant.
To our knowledge, absolute quantification errors below these reported by Finucane et al. [2] and Vanhove et al. [3] have not been reported for preclinical imaging with ray based methods. Furthermore, the error in case of simultaneous contrast agent and radioactive tracer has not been reported for 125 1 .
II. MAT ERIALS AND METHODS

A. SPECTICT System
The FLEX Triumph-I system (Gamma-Medica Ideas, Northridge, CA, USA) was used to acquire SPECT projection for 140.5 keY ( 99 mTc) and 32% for 27.5 keY e251) [7] . We did not measure the energy resolution for 111 In.
The methods developed by Beque et al. [8] , [9] were used to calibrate the SPECT geometry. The measured projections from three 99 mTc point sources embedded in an acrylic cylindrical phantom were automatically segmented and analyzed to find For each isotope, two phantoms were made and scanned.
The first phantom (Fig. 2a) This allows us to relate the number of counts in reconstructed images to the absolute activity.
The second phantom (Fig. 2b) consists of three I-ml vials, All data was corrected for decay and normalized to total acquisition time.
2) Scatter correction: The photon scatter was derived from the listmode data using Triple Energy Window correction (TEW) for 99 mTc, with a 14 keY photopeak window and 3% scatter energy windows (SEWs) [10] . Five Energy Window correction (FEW) was used for III In, using a 20% photopeak window for both photopeaks and 8% SEWs [11] . No scatter correction was implemented for 1 251, because the energy resolution of 32% at 27.5 keY is insufficient to measure the scatter fraction in the photopeak.
The absolute number of scattered photons was integrated and stored in sinogram space, then filtered using a 3x3 pixel median filter followed by a fourth-order Butterworth filter with a cutoff frequency of 0.127 cycles/cm to suppress noise amplification in the corrected images [16] . This sinogram was then added to the forward projection estimate, before comparing with the measured sinogram.
3) Attenuation correction: Attenuation correction was com puted directly during the forward projecting step by applying
Beer's Law while forward projecting along each ray. Speed-up is achieved by using 2D texture interpolation on the projections and 3D texture interpolation on the image estimate and the attenuation map. In this way, no down sampling is needed to obtain an equally sized attenuation map and reconstructed im age. This reconstruction package was implemented in CUDA, 
4) Pinhole penetration:
Pinhole penetration is taken into account for each specific photopeak by enlarging the nominal pinhole diameter to the effective diameter ds for sensitivity calculations and dr for resolution recovery:
(la)
( 1 b) with d the nominal pinhole diameter, J-l the linear attenuation coefficient of its material (here Tungsten) and a the full acceptance angle of the pinhole [13] , [14] .
5) Sensitivity:
Geometrical sensitivity was corrected ana lytically by calculating the sensitivity 9 of a pinhole as
where e is the incidence angle measured from the plane of the pinhole and h is the distance of the point source from the plane of the pinhole [15] .
6) Reconstruction algorithm:
A direct compensating GPU reconstruction algorithm was developed for multi-pinhole micro-SPECT imaging specifically. This ray-tracing algorithm consists of a pixel-driven forward projector and a voxel-driven back projector. These are combined in the OSEM algorithm.
Resolution recovery was based on a multi-ray approach using 7
weighted rays [12] . These 7 rays intersect the circular opening of the pinhole in a hexagonal pattern with one of the points at the centre, and are weighted accordingly. This effectively subsamples the pinhole diameter.
All SPECT datasets were reconstructed to 60 x 60 x 60 voxels with 1 x 1 x 1 mm 3 voxel size. All reconstructions were stopped at 10 iterations with 8 subsets. This leads to a maximum reconstruction time of 2 minutes per dataset.
D. Image analysis
The calibration phantom allows us to convert reconstructed image counts to MBq/ml through a scaling factor SF:
with A the activity of the calibration syringe measured in MBq in the dose calibrator (Veenstra VDC-404, Veenstra
Instruments, loure, Netherlands), TC the total number of counts in the reconstructed image, and V the volume of one voxel in milliliters.
TC was measured as the sum of the values in a region of-interest (ROI) around the hot part of the syringe in the reconstructed SPECT image of the calibration phantom (see calibrator, with the standard deviation from each ROI as error bars per data point.
III. RESULTS Fig. 2a and 2b show the reconstructed images of the calibra tion syringe and the 3-vial phantom, obtained with 99 mTc. Fig.   3 shows the relationship between the measured concentration and the reconstructed activity concentration for 99 mTc. The quantification error is largest for larger activity concentrations when no attenuation and scatter correction is applied. This can be alleviated completely for the highest concentration, but shows only a slight improvement for the 1:4 diluted vial.
For 1 251 (Fig. 4) , only attenuation correction was applied. A small increase in quantification accuracy can be noted for all three datapoints, with little increase in standard deviation on the mean absolute activity. The quantification error is lower for lower activity levels. The slope of the corrected trend line is higher than the slope of the ground truth line. This may be due to wrong scatter correction due to misestimation at very high count rates, as scatter correction changes the slope of the trend line. This will be further investigated in the future.
For 1 251, no scatter correction was implemented. Hwang et al. [17] have shown that the scatter-to-primary ratio (SPR) can rise up to 30% in 1 251 . The quantification error is the highest in the undiluted vial, as SPR is linearly dependent on activity. We were unable to implement scatter correction (see Section II-C 1) for 1 251 because of the bad energy resolution at low energies, making it impossible to measure the scatter fraction in the photopeak.
Furthermore, a small mismatch between the attenuation map generated from the MCT scan and the attenuation as seen by 1 251 will theoretically lead to an underestimation of the attenuation in the 1:2 and 1:4 vials. The iodine CT contrast agent will exhibit a K-edge at 33 keY, very close to the 35 keY 1 251 peak. The CT reconstruction will always underestimate the attenuation as the X-ray spectrum is polyenergetic, and will not be able to show the K-edge attenuation precisely. This effect can however not be measured when scatter is not corrected for. The same effect will only be of minor importance for 99 mTc due to its relatively higher photopeak energy than what is used for the CT scan. As our setup does not allow for good validation of this effect, we will include proper validation in upcoming work.
Lastly, for 111 In, only a small quantification error is noted.
The small error is due to quantification errors inside the high photopeak window (seperate plots are not shown). This may be due to penetration of the high energy photons through the Tungsten collimator, as there were much lower errors inside the low photopeak window. The K-edge of the iodine-based contrast agent has little effect here, due to the high energy photopeaks in 111 In.
V. CONCLUSION
We have developed a GPU-based micro-SPECT recon struction algorithm using state-of-the-art techniques available from literature, able to reconstruct absolute quantitative micro SPECT images on a preclinical multi-pinhole system. The ab solute quantification is best when both attenuation and scatter correction are applied, together with resolution recovery.
In the future, we will further improve on the attenuation correction and scatter correction, and use Monte Carlo simu lations to model the scatter of 1 251, as this scatter could not be accurately measured using CZT detectors. Furthermore, we will investigate if the K-edge of iodine can be regarded as an extra degrading effect.
